Abstract: Mucopolysaccharidoses (MPSs) are lysosomal storage disorders caused by deficiencies of enzymes involved in the catabolism of glycosaminoglycans (GAGs). Various treatments such as enzyme replacement therapy and/or hematopoietic stem cell transplant are available for MPSs. Early initiation of treatment improves the outcome and delays the onset of symptoms, highlighting the need for newborn screening for MPSs. The main objective of this project was to devise and validate a multiplex urine filter paper method for GAG analysis using a tandem mass spectrometry (MS/MS) approach to screen newborns for MPSs. Eluted urine samples from 21-day-old newborns were evaporated and a methanolysis reaction was performed. Samples were resuspended and analyzed using a UPLC-MS/MS system. A one-minute chromatographic method allowed the absolute quantification of heparan sulfate (HS), dermatan sulfate (DS), and creatinine. Method validation revealed high precision (< 9% relative standard deviation) and accuracy (< 7% bias) for all analytes.
Introduction
Mucopolysaccharidoses (MPSs) are lysosomal storage disorders (LSDs) caused by a deficit in the glycosaminoglycan (GAG) catabolism [1] . More specifically, MPS I (Hurler syndrome OMIM 607014, Hurler/Scheie syndrome OMIM 607015 and Scheie syndrome OMIM 607016), MPS II (Hunter syndrome OMIM 309900), MPS III (Sanfilippo A-D syndromes, OMIM 252900, 252920, 252930, 252940), MPS VI (Maroteaux-Lamy syndrome, OMIM 253200), and MPS VII (Sly syndrome, OMIM 253220) are characterized by defects in the degradation of heparan sulfate (HS) and/or dermatan sulfate (DS) leading to the accumulation of these biomarkers in several tissues and biological fluids. GAG storage results in progressive cellular damage [2, 3] . The MPSs are characterized by a broad clinical spectrum, ranging from severe neonatal forms to attenuated forms diagnosed later on in adults [4] . Symptoms generally involve organomegaly, umbilical and inguinal hernias, hearing loss, macroglossia, coarse facial features as well as cardiac, respiratory, skeletal and cognitive impairments [5, 6] . Enzyme replacement therapy (ERT) and/or hematopoietic stem cell transplant (HSCT) are available for patients with MPS I, II, VI, and VII [6] [7] [8] . Previous studies revealed that although affected newborns usually do not clearly exhibit signs of the disease, an elevation of GAGs can be measured in human fetuses and placentas [9] , suggesting that the disease can be detected before the first clinical manifestations occur. Considering the irreversible nature of organ damages in MPS patients, experts have agreed that an early initiation of treatment may lead to significant delay and/or prevent the onset of clinical signs and improved outcomes [6, [10] [11] [12] [13] [14] [15] . Therefore, it has been recommended that newborns be screened for MPSs in the hopes of identifying them early. Moreover, MPS I was added in 2015 to the Recommended Uniform Screening Panel for the United States [10] [11] [12] [13] [14] [15] .
Newborn screening (NBS) methods for LSDs usually involve dried blood spots (DBS) in which the enzyme activity is measured [16, 17] . While DBSs can be a reliable matrix for NBS, urine samples offer major advantages, primarily non-invasive specimen collection, particularly in children, which can be performed at home by parents and has easy shipping of samples by regular mail in an envelope. The Provincial Neonatal Urine Screening Program in Sherbrooke, Quebec, Canada is a unique program (voluntary compliance of parents averages nearly 90%) where 21-day-old babies are screened for inherited metabolic disorders using urine samples collected on filter paper (dried urine spots, DUS) and analyzed by thin-layer chromatography. The following disorders are targeted: urea cycle disorders, and organic acidurias [18, 19] . More recently, a method allowing the absolute quantification of HS and DS in DUS was developed by our group for high-risk screening using a high-performance liquid chromatography tandem mass spectrometry technology (HPLC-MS/MS) [20] . This analytical method is useful for early detection, as well as monitoring and follow-up of treated patients affected with MPS I, MPS II, MPS VI, and MPS VII. Unfortunately, it was not devised for a large-scale newborn urine screening program such as the one in Quebec (~70,000 newborns/year). However, the method as published, did not include creatinine analysis as part of a multiplex analysis to normalize the GAG levels. The importance of creatinine normalization has been shown to improve urine biomarker evaluation [21] .
To our knowledge, there is no rapid and non-invasive multiplex method allowing the absolute quantification of GAGs and creatinine using urine samples collected on filter paper, which can be used in a population-based newborn screening setting. The project presented herein had two main objectives: 1) to develop and validate a rapid high-throughput UPLC-MS/MS method suitable for NBS allowing the absolute quantification of HS, DS and creatinine in DUS; and 2) to establish normal reference values using five hundred DUS.
Materials and Methods

Ethics Approval
Following the validation of the method, anonymized DUS were used to establish reference values before being discarded. After the discussion with the Institutional Review Board from our Institution, it was agreed that this development/validation activity was not considered as "research" according to the article 2.5 of the Canadian TCPS2 (Tri-Council Policy Statement 2), no IRB approval was required.
Urine Specimen Collection on Filter Paper
Five hundred random and anonymized urine samples collected on filter paper (Whatman-GE 903) from 21-day-old newborns with normal amino acid and organic acid profiles were selected as healthy controls and were used to establish normal reference values. All samples were collected and sent by parents by regular postal service. Upon reception, urine filter papers were stored at room temperature until analysis. Similarly, DUS from MPS patients with ages ranging from 1.7 to 10 years old were collected and analyzed for comparison purposes. O to make individual stock solutions at 10.0 mg/mL. The deuterated creatinine standard was also diluted in H 2 O to obtain an individual stock solution at 56.6 mg/mL. All standards were kept at 4 • C and were stable for at least one year.
Internal Standard Stock Solutions
Deuterated internal standards (IS) for HS and DS were prepared in-house by deuteriomethanolysis of HS and DS commercial standards, as reported in previous publications [5, 20, 22] . In summary, a 2.0 M MeOH-D 4 -DCl solution was prepared by adding 80 µL of acetyl chloride dropwise on ice with continuous stirring to 500 µL of MeOH-D 4 . A volume of 580 µL of this 2.0 M MeOH-D 4 -DCl solution was then added to 600 µg of HS or DS. The samples were then vortexed for 30 seconds and incubated for 75 min at 65 • C. Following the incubation, the samples were dried under a stream of nitrogen and resuspended in 1 mL of H 2 O. These stock solutions at a concentration of 600 µg/mL were kept at 4 • C and showed no signs of degradation after 6 months. A stock solution of 20.0 mM of creatinine-D 3 was prepared for deuterated creatinine. This stock solution was diluted 1:10 in water to obtain a 2.0 mM creatinine-D 3 solution, which was used for the preparation of the resuspension solution.
Standard Curves and Quality Control Working Solutions
Eight standard solutions with concentrations of 0, 16, 50, 100, 250, 600, 1500, and 2000 µg/mL for HS and DS, and 0, 2.7, 5.4, 6.8, 9.0, 13.6 and 18.1 mg/mL for creatinine were prepared. Also, low, medium and high-quality control (QC) solutions at 75, 200, and 1000 µg/mL of HS and DS with 2.8, 5.7 and 11.3 mg/mL of creatinine, respectively, were prepared from stock solutions by dilution with H 2 O. Both QC and standard solutions were kept at 4 • C and found to be stable for at least 6 months.
Resuspension Solution
The resuspension solution was prepared by mixing 9 mL of ACN, 700 µL of H 2 O, 150 µL of deuterated DS IS stock solution, 50 µL of deuterated HS IS stock solution, and 100 µL of the 2.0 mM creatinine-D 3 stock solution.
Sample Processing
Filter papers were examined under ultraviolet light to confirm that the amount of urine required for the analysis was sufficient and a 5-cm disk was punched out. For calibration points, 50 µL of each calibration point was added and left to dry at room temperature. The 5-cm disk was then folded in half and deposited in glass bottles. Extraction of the urine sample was done by adding 3.0 mL of 0.01 M NH 4 OH followed by rotary shaking for 10 min (New Brunswick Scientific Shaker, Edison, NJ, USA). One hundred microliters of the extracted urine were transferred into a screw-topped glass tube and evaporated to dryness under a nitrogen stream, followed by a methanolysis reaction as previously described [20] . Briefly, 500 µL of MeOH/HCl 3 N was added to each tube. Samples were vortexed and incubated at 65 • C for 55 min. Following the incubation, samples were once again evaporated to dryness under a nitrogen stream and 200 µL of the resuspension solution was added.
Instrumentation and Parameters
UPLC Parameters
The chromatographic separation of HS, DS, creatinine and their respective deuterated internal standards was performed using a BEH Amide Ultra Performance Liquid Chromatography (UPLC) column (2.1 × 50 mm, 1.7 µm particle size) (Waters Corp. Milford, MA, USA) on an Acquity H-Class UPLC system (Waters Corp., Milford, MA, USA). The method runtime was 1 min with a gradient ranging between 10% and 60% of mobile phase B. Chromatographic parameters are shown in Table 1 . 
MS/MS Parameters
The quantification of HS and DS-derived disaccharides from the methanolysis reaction, as well as creatinine and their related internal standards, was performed as a multiplex method using a Xevo TQ-S Micro tandem mass spectrometer (Waters). Ionization was performed in positive electrospray ionization (ESI + ) and the mass spectrometer was operated in multiple reaction monitoring (MRM) mode to ensure that a maximum specificity was achieved. General MS/MS parameters, as well as the transitions used for each of the analytes and their respective deuterated internal standards are shown in Table 2 .
Quantification Parameters
The quantification of HS, DS and creatinine was performed using an 8-point calibration curve with the following concentrations: 0, 0.8, 2.5, 5.0, 12.5, 30.0, 75.0 and 100.0 µg/mL for HS and DS and 0, 0.4, 0.8, 2.0, 3.0, 4.0, 6.0, 8.0 mM for the creatinine. Calibration curves were prepared in H 2 O and the resulting linear curves were forced to the origin for all analytes. Data were acquired over a 1-min timeframe. Quantification was done using the response factor and data processing was achieved using TargetLynx®Application Manager, an option with MassLynx™ (version 4.1 SCN810) Software (Waters). 
Method Validation
The linearity of the 8-point calibration curve for HS, DS and creatinine was evaluated. Intraday (5 replicates in a day) and interday (5 different days) precision and accuracy assays were evaluated using different concentrations of QC solutions: low (3.8 µg/mL for HS and DS, and 1.3 mM for creatinine), medium (10.0 µg/mL for HS and DS, and 2.5 mM for creatinine), and high (50.0 µg/mL for HS and DS, and 5.0 mM for creatinine). The method accuracy was measured by spiking DUS with 20.0 µL of the previously mentioned QC concentrations. Experimental concentrations were then compared with theoretical values calculated by subtracting endogenous levels of analytes previously measured to the concentration of the spiked QC in order to assess the % bias. All interday analyses for HS, DS and creatinine included an 8-point calibration curve, low, medium and high concentrations (QCs), as well as a control urine sample. Both QC samples and control urine samples were prepared in triplicate for each interday. Adhesion to plastic and glassware was evaluated using QC samples which were transferred 3 times in a glass or plastic insert after the resuspension step. Control samples were used to establish the limit of quantification (LOQ) and the limit of detection (LOD) for all 3 analytes (corresponding to 10× and 3× the standard deviation of a control sample injected 10 times, for LOQ and LOD, respectively). The recovery following the DUS extraction was evaluated by comparing the area under the curve when a 1 mL urine sample was added to a filter paper and then extracted using the elution process described previously versus when a 1.0 mL sample was simply diluted in 3.0 mL of the extraction solution. The freeze/thaw stability of HS, DS and creatinine following the elution step was evaluated by comparing the measured concentration in QC samples before and after 3 freeze/thaw cycles. Finally, the stability of HS, DS, and creatinine in the elution solution was studied for 48 h, one week and one month at temperatures ranging from -30 to 25 • C.
Results and Discussion
Method Development and Validation
The BEH Amide UPLC column allowed a good minuteseparation of all analytes based on hydrophilic interactions in a 1-min chromatography run (Figure 1) . The peak at 0.56 min was attributed to CS after confirmation with the corresponding standard (60 µg/mL). 
The BEH Amide UPLC column allowed a good separation of all analytes based on hydrophilic interactions in a 1-minute chromatography run (Figure 1) . The peak at 0.56 min was attributed to CS after confirmation with the corresponding standard (60 µg/mL). Intraday (n = 5) and interday (n = 5) assays revealed that the biases (%) were less than 7% and the relative standard deviations (RSD %) were less than 9% for HS, DS, and creatinine, respectively. An average coefficient of determination (r 2 ) of 0.999 (n = 5) was achieved for the calibration curves of all the 3 analytes. There was no evidence of plastic or glassware adsorption (bias < 3%). LOQs were 13.3 µg/mL, 8.2 µg/mL and 0.1 mM for HS, DS, and creatinine, respectively, while LODs were 4.0 µg/mL, 2.5 μg/mL and 0.03 mM for HS, DS, and creatinine, respectively.
Previous stability experiments performed by our group revealed that DS and HS were stable on DUS for 6 weeks at temperatures ranging from 25 to −80 °C [20] . Our results revealed that the creatinine is stable at temperatures ranging from 25 to −30 °C for a 4-week period. Results showed Intraday (n = 5) and interday (n = 5) assays revealed that the biases (%) were less than 7% and the relative standard deviations (RSD %) were less than 9% for HS, DS, and creatinine, respectively. An average coefficient of determination (r 2 ) of 0.999 (n = 5) was achieved for the calibration curves of all the 3 analytes. There was no evidence of plastic or glassware adsorption (bias < 3%). LOQs were 13.3 µg/mL, 8.2 µg/mL and 0.1 mM for HS, DS, and creatinine, respectively, while LODs were 4.0 µg/mL, 2.5 µg/mL and 0.03 mM for HS, DS, and creatinine, respectively.
Previous stability experiments performed by our group revealed that DS and HS were stable on DUS for 6 weeks at temperatures ranging from 25 to −80 • C [20] . Our results revealed that the creatinine is stable at temperatures ranging from 25 to −30 • C for a 4-week period. Results showed good recoveries at 92% 89% and 94% for HS, DS and creatinine, respectively. Three freeze/thaw cycles had no impact on HS, DS and creatinine levels. Previous results obtained by our group showed that processed samples were stable for at least 48 h at −20 • C, 4 • C and at room temperature (22 • C) [20] .
Reference Values
Following the method validation, five hundred DUS from 21-day-old control newborns were analyzed to establish reference values. Concentrations measured in DUS varied from 17.9 to 56.5 mg/mmol of creatinine, and 7.3 to 30.5 mg/mmol of creatinine for HS and DS, respectively (Figure 2) . We calculated the average + 1 standard deviation (SD) for HS and DS concentrations in 21-day-old control newborns as 34.6 +/− 6.2 mg/mmol of creatinine and 17.3 +/− 3.9 mg/mmol of creatinine, respectively. The limit for the reference value was thus set as the mean + 3 SD with values for HS at 53.2 mg/mmol of creatinine and for DS at 29.0 mg/mmol of creatinine (Figure 2) . A larger number of samples will eventually be required to establish reference values in order to reduce the false-positive rate.
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Urine samples from confirmed MPS patients (Age range: 20 months to 10 years old) were analyzed to evaluate the effectiveness of the proposed multiplex method. Results are shown in Table 3 . Unfortunately, DUS from 21-day-old MPS patients were not available. The values measured in 21-day-old control newborns cannot be used to establish reference values for the older MPS patients evaluated because HS and DS urinary levels are known to decrease with age [5] . Reference values for HS and DS in children aged 4-9 years old have been shown to be more than 3 times lower than the 12-month age group [5] . However, DUS from controls with matching age and gender were analyzed to assess the efficiency of the proposed method. As expected, all untreated MPS patients had increased levels of urinary HS and/or DS when compared with matching controls (Table 3) ; the 3 treated patients (patients 7 to 9) showed slightly increased levels of HS and DS. Unfortunately, based information on the time of initiation of treatment is not available. 
Conclusions
The early identification of MPS affected newborns remains challenging since most of them do not exhibit any signs of the disease early in life [23] . However, considering that several studies demonstrated that GAGs are elevated as early as 21 weeks of gestation [9, 24] , we strongly believe that newborn screening will be a useful tool to identify patients before the onset of irreversible signs and symptoms associated with the disease. We described herein, the development and validation of a UPLC-MS/MS multiplex method, which allows an absolute quantification of HS, DS and creatinine, and is suitable for newborn screening of MPS I, II, III, VI, and VII using urine DUS from 21-day-old newborns. The proposed method is rapid, efficient, and reliable which allows the analysis of 500 samples per day per UPLC-MS/MS instrument. LC-MS/MS methods for urine GAG quantification have been previously published, but none allows the simultaneous quantification of HS, DS and creatinine by a 1-min method. Unlike dried blood spots, DUS collection offers major advantages since it is non-invasive and easy to collect by parents. It also favors storage and shipping of samples to biochemical genetics and metabolic laboratories at low cost by regular mail. Also, previous studies have shown that GAG concentrations are more elevated in urine specimens than other biological fluids such as blood and plasma, thus favoring urine as a better matrix to quantify GAGs for early detection of MPSs [25, 26] . A limitation of this study is the unavailability of samples from 21-day-old infants affected with various MPSs. A future perspective involves the comparison of DUS and DBS glycosaminoglycan methods for MPS screening on the same newborn cohort. While this method is intended to screen newborns, it might also be suitable for high-risk screening [27] and monitoring treated MPS patients, as long as appropriate reference age-related values are established.
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